[Value of electronic measuring instruments for optimizing functional TMJ diagnosis].
In order to get additional information about the significance of electronic axiographic recordings in TMJ-diagnosis, 34 patients, who showed 47 clicking TMJs, were examined by use of an electronic axiographic instrument (SAS-system). The frequency of the detected findings emphasize the value of electronic axiographic devices for differential diagnosis. In detail the following conclusions could be drawn: examination of different types of movement is recommended because clicking must not exist in all types, recording in more than one plane is necessary in order to detect the (prevailing) plane of dislocation, a magnification of tracings provides addition information concerning different types of clicking.